UNCLASSIFIED

AD NUMBER

ADB262261

NEW LIMITATION CHANGE

TO

Approved for public release, distribution
unlimited

FROM

Distribution authorized to U.S. Gov't.
agencies only; Proprietary Info.; Aug
2000. Other requests shall be referred to
US Army Medical Research and Materiel
Command, Fort Detrick, MD 21702-5012.

AUTHORITY

USAMRMC ltr, dtd 28 July 2003

THIS PAGE IS UNCLASSIFIED




o
T

AD

Award Number: DAMD17-99-1-9329

TITLE: Integration of Digital Detectors into a Diffraction
Enhanced Imaging System

PRINCIPAL INVESTIGATOR: Miklos Kiss, M.S.
Dr. Harald Ade
Dr. Dale E. Sayers

CONTRACTING ORGANIZATION: North Carolina State University
Raleigh, North Carolina 27695

REPORT DATE: August 2000

TYPE OF REPORT: Annual Summary

PREPARED FOR: U.S. Army Medical Research and Materiel Command
Fort Detrick, Maryland 21702-5012

DISTRIBUTION STATEMENT: Distribution authorized to U.S. Government agencies only
(proprietary information, Aug 00). Other requests for this document shall be referred to U.S.

Army Medical Research and Materiel Command, 504 Scott Street, Fort Detrick, Maryland
21702-5012.

The views, opinions and/or findings contained in this report are
those of the author(s) and should not be construed as an official
Department of the Army position, policy or decision unless so
designated by other documentation.

SR 20010108 153




- o, e

NOTICE

USING GOVERNMENT DRAWINGS, SPECIFICATIONS, OR OTHER
DATA INCLUDED IN THIS DOCUMENT FOR ANY PURPOSE OTHER
THAN GOVERNMENT PROCUREMENT DOES NOT 1IN ANY WAY
OBLIGATE THE U.S. GOVERNMENT. THE FACT THAT THE
GOVERNMENT FORMULATED OR SUPPLIED THE DRAWINGS,
SPECIFICATIONS, OR OTHER DATA DOES NOT LICENSE THE
HOLDER OR ANY OTHER PERSON OR CORPORATION; OR CONVEY
ANY RIGHTS OR PERMISSION TO MANUFACTURE, USE, OR SELL
ANY PATENTED INVENTION THAT MAY RELATE TO THEM.

LIMITED RIGHTS LEGEND

Award Number: DAMD17-99-1-9329
Organization: North Carolina State University
Location of Limited Rights Data (Pages):

Vet

Those portions of the technical data contained in this report marked as
limited rights data shall not, without the written permission of the above
contractor, be (a) released or disclosed outside the government, (b) used by
the Government for manufacture or, in the case of computer software
documentation, for preparing the same or similar computer software, or (c¢)
used by a party other than the Government, except that the Government may
release or disclose technical data to persons outside the Government, or
permit the use of technical data by such persons, if (i) such release,
disclosure, or use is necessary for emergency repair or overhaul or (ii) is a
release or disclosure of technical data (other than detailed manufacturing or
process data) to, or use of such data by, a foreign government that is in the
interest of the Government and is required for evaluational or informational
purposes, provided in either case that such release, disclosure or use is made
subject to a prohibition that the person to whom the data is released or
disclosed may not further use, release or disclose such data, and the
contractor or subcontractor or subcontractor asserting the restriction is
notified of such release, disclosure or use. This legend, together with the
indications of the portions of this data which are subject to such
limitations, shall be included on any reproduction hereof which includes any
part of the portions subject to such limitations.

THIS TECHNICAL REPORT HAS BEEN REVIEWED AND IS APPROVED FOR
PUBLICATION.

/aﬁé\”m /5 -




.

‘ REPORT DOCUMENTATION PAGE MBS ores

Public reporting butden for this collection of information is estimated to average 1 hour per response, including the time for reviewing instructions, searching existing data sources, gathering and maintaining
the data needed, and completing and reviewing this coflection of information. Send comments regarding this burden estimate or any other aspect of this collection of information, including suggestions for
reducing this burden to Washington Headquarters Services, Directorate for Information Operations and Reports, 1215 Jefferson Davis Highway, Suite 1204, Arlington, VA 22202-4302, and to the Office of
Management and Budget, Paperwork Reduction Project (0704-0188), Washington, DC 20503

1. AGENCY USE ONLY {Leave blank} | 2. REPORT DATE 3. REPORT TYPE AND DATES COVERED

August 2000 Annual Summary (1 Aug 99 - 31 Jul 00)
4, TITLE AND SUBTITLE 5. FUNDING NUMBERS
Integration of Digital Detectors into a DAMD17-99-1-9329
Diffraction Enhanced Imaging System
6. AUTHOR(S)

Miklos Kiss, M.S.
Dr. Dale E. Sayers/Dr. Harald Ade

7. PERFORMING ORGANIZATION NAME(S) AND ADDRESS(ES) 8. PERFORMING ORGANIZATION
North Carolina State University REPORT NUMBER
Raleigh, North Carolina 27695 :

E-MAIL:

mzkiss@unity.ncsu.edu

9. SPONSORING / MONITORING AGENCY NAME(S) AND ADDRESS(ES) 10. SPONSORING / MONITORING
U.S. Army Medical Research and Materiel Command AGENCY REPORT NUMBER

Fort Detrick, Maryland 21702-5012

11. SUPPLEMENTARY NOTES

12a. PISTRIBUTION STATEMENT: Distribution authorized to U.S. Government agencies only (proprietary information, 12b. DISTRIBUTION CODE
Aug 00). Other requests for this document shall be referred to U.S. Army Medical Research and Materie! Command,
504 Scott Street, Fort Detrick, Maryland 21702-5012.

13. ABSTRACT /Maximum 200 Words)

Three x-ray detector systems - storage phosphor, a prototype CCD, and a production model
CCD were compared with respect to format, resolution, quantum efficiency, and systematics
using synchrotron radiation in the range 15-40 keV. Overall, the CCDs performed faster
than the storage phosphor and possessed higher quantum efficiencies. However, the storage
phosphor had a superior spatial resolution (Modulation Transfer Function), and its larger
format lends itself better to mammographic imaging than the smaller format CCDs. As a
result of this comparison, criteria are being developed for selecting digital detection
systems for the synchrotron-based diffraction enhanced imaging (DEI) system at the
National Synchrotron Light Source, and for a clinical prototype for mammography using DET.

14. SUBJECT TERMS 15. NUMBER OF PAGES
Digital Detectors, Mammography, Diffraction Enhanced Imaging 10

16. PRICE CODE

17. SECURITY CLASSIFICATION 18. SECURITY CLASSIFICATION ; 19. SECURITY CLASSIFICATION 20. LIMITATION OF ABSTRACT
OF REPORT OF THIS PAGE OF ABSTRACT
Unclassified Unclassified Unclassified Unlimited
NSN 7540-01-280-5500 Standard Form 298 (Rev. 2-89)
Prescribed by ANSI Std. Z39-18
298-102




Table of Contents
Cover
SF298
Table of Contents
Introduction
Annual Summary
Experimental Setup and Methods
Discussion of Results
Training Accomplishments
Key Research Accomplishments
Reportable Outcomes
Conclusions
References

O 0000 0000 AR W




Introduction

Three detector systems have been characterized to determine their relative strengths and
weaknesses in recording x-ray images quantitatively. Recent developments in the new imaging
modality, diffraction enhanced imaging (DEI) have led to the need for digital detectors to be
integrated into the system [1 — 3]. In the quest to determine the ideal digital detector for the
system, a comparison between three detectors has been conducted. This effort has revealed
certain limitations and challenges relevant to acquiring images, and it has provided valuable
training experience. Overcoming these limitations and challenges will be helpful to the
mammography community in successfully diagnosing breast disease. This report will give a
brief discussion on relevant detector characteristics, specifications on the detectors studied, and
the subsequent results. Similar studies comparing detectors have been conducted in the past [4],
but none with the express intent for evaluating them for integration into a mammographic
research program. As a result of this study, new criteria are being developed for selecting digital
detector systems for the synchrotron-based DEI system at the National Synchrotron Light source,
and for a clinical prototype for DEI-based mammography. The systems studied are the Fuji
BAS2500 Image Plate Reader, the MicroPhotonics XQUIS 1000, and a prototype CCD from
Mar. The detectors were compared with respect to format, spatial resolution (Modulation
Transfer Function (MTF)), quantum efficiency, and systematics using synchrotron radiation in
the range of 15-40 keV. Attempts to measure the Detective Quantitative Efficiency (DQE) did
not provide reliable results, and are not reported here. They will, however, be reported in a
publication as improvements to the measurement are made. Also ongoing are attempts to obtain
reliable data on dark noise and linearity in the detectors.

Annual Summary

Experimental Setup and Methods

Experiments were carried out at the X-15A beamline, a general-purpose beamline at the
National Synchrotron Light Source, Brookhaven National Laboratory, Upton, New York. The
apparatus setup is shown in Figure 1.

The apparatus consisted of a double crystal Bragg monochromator that prepared an
imaging beam of 1-mm height and 8 cm width. For the experiments energies from 15 — 40 keV
were used. The imaging beam was monitored by an ionization chamber to measure the skin
entry dose to the various phantoms used to characterize the detectors. Plastic absorbers were
used to control the dose to the phantom. A fast shutter system was used to control the exposure
to the detector. The shutter opened when the scanning stage was at a constant velocity and was
closed at the end of the scan range before the stage was slowed to a stop. The dose was
controlled by a combination of incident beam Lucite absorbers and the scanning speed.

The MTF was measured by exposing an edge phantom to the imaging beam. The edge
phantom consisted of an opaque material deposited (in our case Pb tape) deposited on a sheet of
Lucite. The image was acquired and subsequently processed on computer.

The DQE was measured by exposing the image plate to incident radiation of various
energies. Two ionization chambers measured the incident and transmitted signals and this data
was recorded. Experimental determination of the DQE turned out to be more challenging than
originally assumed. Analysis of the data revealed nonphysical results, which were quickly
scrapped. However, data was collected for the Image Plate system, which provided reasonable
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Figure 1. Schematic of experimental apparatus, not to scale. a) Arrangement for Image
Plate, b) Arrangement for CCD detectors.

numbers. Direct measurement of the DQE is often difficult. Hasegawa suggests an approach,
which is discussed in the following section [5].

Discussion of Results

Pixel Size: The MicroPhotonics CCD and the Fuji System both had pixel sizes of 50 xm,
while the Mar CCD is listed as having a pixel of 64.396 xm. While these pixel sizes are
relatively small, the system used in DEI experiments will require a smaller pixel in order to
resolve features that are much smaller.

Pixel Format: The MicroPhotonics CCD has a 1024x1024 pixel format, and the Mar
CCD boasts a 2048x2048 layout. The Fuji image plate is in excess of 200mmx250mm, resulting
in a pixel format of 5000x4000. The Fuji system is clearly superior in this respect to imaging a
full breast because it is well established technology for the size. Large format CCD’s are still
being developed. Two examples of the large format CCDs are given in [6, 7]. Another method
is to use a strip detector, which can be built arbitrarily wide to accommodate large specimens but
need only be a few pixels in height.

Readout time: Mar states that their CCD reads out an image in 3.5 seconds, while the
MicroPhotonics claims that the XQUIS can read out a full image in 120 ms. The Fuji system is
much slower, on the order of two minutes. This is compounded by the fact that the image plate
had to be hand carried from the experimental hutch at the beamline to the image plate reader,
which was located a few meters away. Newer CCDs will have faster readout times so improving
on these values for the future should not be difficult.




MTF': Processing the data for the MTF also comes from [5] and is summarized here. In
characterizing the spatial resolution of a detector, it is often desirable to determine the Point
Spread Function, which is the image of an ideal point object projected onto a detector. This is
difficult to measure experimentally, but an indirect method via the MTF is more convenient. In
this study an opaque edge was imaged. The MTF can be expressed as :

(D

MTF(u,v) =|S[PSF(x, »)],
or in simple terms, the MTF is the norm of the Fourier Transform of the Point Spread Function

(PSF). Then by integrating the PSF in one direction we can obtain a 1-D representation, called
the Line Spread Function (LSF). Mathematically, this obtained by

LSF(x) = jPSF(x, y)dy. )

As it turns out, the LSF is the first derivative of the Edge Spread Function (ESF), or

LSF(x) = c;iXESF(x), ®)

where the ESF is the response by the detector to an opaque edge. Thus, the MTF can be
determined. The comparison of MTF’s is shown in Figure 2. All three detectors have similar
performance at low spatial frequencies, but then deviate around 4 LP/mm. As the spatial
frequency increases, the image plate system had the best performance. The Mar CCD has no
response above 8 LP/mm since its pixel size is bigger than the other two detectors and it has
reached its maximum resolution there. In fact, its overall poorer performance is largely due to
the fact that it is much older than the other two detectors and is a prototype.
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Figure 2. Comparison of MTF for three detectors

DQE: Results for the energy-dependent DQE are shown for the Fuji system in Figure 3.
It is clear from the results that the DQE is approximately 60% and is only weakly dependent on
the incident radiation. Determination for the two CCDs are ongoing and are not presented here.
It is expected that the values for the CCDs will be higher than that of the image plate.
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Figure 3. DQE spectrum for the Fuji system

The DQE is a comparison between the signal-to-noise ratio (SNR) of incident radiation
on the detector and the SNR of the data generated in the detector. Mathematically, it is
expressed as:

2
SNR
DQE=| ——o | . 4

If the detector has a certain thickness, # and an attenuation coefficient x4, then the number of
photons transmitted through the detector is given by

N, =N,e™, ®)
where Ny is the number of incident photons on the detector. The difference between the two
numbers is then the number of photons absorbed by the detector and therefore used in generating
the data signal. This is expressed as,

N, =N,(1-e™*). ©
If the number of incident photons on a detector is affected only by Poisson noise then

N,

SNRin = \/—A_/vo‘ = \/FO- (7)

Likewise, the detector is only subject to Poisson noise, then

Ny(1-e™) "
SNR, =o€ ) _ [N (1-e").
out No(l-—e_’”) ( e ) (8)

Then the DQE is expressed as,
DQE =1-¢™*, )




Training Accomplishments

As a result of the efforts of the past year, a great deal of training value has been gained.
Expertise in the operation of a synchrotron beamline has been achieved. This is important for
future endeavors, especially as personnel availability in the DEI collaboration will inevitably
change. Processing the data and images from this study has resulted in gained expertise in image
processing techniques. This expertise and experience has also been supplemented by formal
coursework in digital imaging. The experience has also prompted investigations into the next
stage, namely the development and implementation of image processing techniques. Finally, an
overall knowledge of digital detectors has proved to be an excellent foundation for other
members of the DEI collaboration

Key Research Accomplishments

e Measured the MTF for the three detectors and showed that the Fuji system has the best
spatial frequency resolution
Showed that the CCDs are superior in readout times and convenience of use
Conducted calculations on the quantum efficiency of the detectors (despite the need to re-do
this, it is expected that the CCDs will possess higher quantum efficiency than the Fuji
system)

o Identified key criteria for selecting detectors for both the synchrotron-based DEI research
system as well as for the clinical prototype.

Reportable Outcomes

e A poster on this topic was given at the 1 1" National Synchrotron Radiation Instrumentation
Conference, October 13-15, 1999, Stanford, CA

e [t is intended that the results of this work will be submitted for publication before the end of
the calendar year

Conclusions

This study has provided useful information into the characterization of digital detectors
for integration into both a synchrotron-based mammographic research program, as well as the
development of clinical prototype DEI-based mammography.

From the study it is clear that the CCDs are technologically superior to the Image Plate in
that the image can be acquired much more quickly and be processed with more ease. The Fuji
system performed very well and is a reliable detector. One of its best qualities is its active area,
(more than 200x250 mm?). This is a far larger active area than in either CCD. Its image quality
compares well with the CCD, and continues to be the detector of choice for the DEI
collaboration, mostly due to the fact that it belongs to the collaboration and the other two
detectors were borrowed for the study. The Fuji system also exhibited a superior MTF most
likely due to it being optimized for medical applications and because it is newer technology than
the other two detectors. :

Integration of a digital detector will require the study and characterization of additional
detectors. Indeed, the DEI collaboration is in the process of requesting funding for the purchase
of such detectors as well as developing a clinical prototype mammography device. Included in
this future effort will be the modeling of imaging characteristics of typical cancerous effects in
the breast. These effects, such as clusters of microcalcifications and spicluations, provide unique
challenges to the detectors acquiring the images. By modeling the imaging characteristics and




conducting subsequent imaging experiments, the capabilities and requirements of the detector
can be fully optimized.
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